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How do I know if a crimped cap on a vial has a proper seal -
HPLC Primer

The best way to know if you have a sufficient seal to prevent evaporation or leaking is to take the
crimped vial and tightly hold it in your left hand. With your right hand, try to spin the crimped cap
on the vial. If it moves even a little, you should remove the cap and adjust the crimping tool as
shown below.
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An inappropriate crimp cannot be recognized by irying to turn the Seal, as completely PTFE-laminated liners have
a very slippery surface on the glass rim, which allows anyone to turn the cap, Eﬂmn@tmssuwd
The turning of the cop is even easier when the liner is sitfing on a
[bevelled top] glass rim, as it then only hos very small
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Click HERE for Crimping Tool ordering information and pictures
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